Abstract-Flexible polymer probes are expected to enable extended interaction with neural tissue by minimizing damage from micromotion and reducing inflammatory tissue response. However, their flexibility prevents them from being easily inserted into the tissue. This paper describes an approach for temporarily attaching a silicon stiffener with biodissolvable polyethylene glycol (PEG) so that the stiffener can be released from the probe and extracted shortly after probe placement. A novel stiffener design with wicking channels, along with flipchip technology, enable accurate alignment of the probe to the stiffener, as well as uniform distribution of the PEG adhesive. Insertion, extraction, and electrode function were tested in both agarose gel and a rat brain. Several geometric and material parameters were tested to minimize probe displacement during stiffener extraction. We demonstrated average probe displacement of 28 ± 9 µm.
I. INTRODUCTION
Microelectrode neural interfaces are an essential tool in neuroscience as well as emerging clinical applications such as prosthetics. In particular, penetrating micro-electrode probes enable stimulation and recording of neuronal activity in the brain and spinal cord. While conventional microelectrode probes made of material such as silicon or tungsten are adequate for acute studies, stimulation performance and recording signals typically degrade over time [1] . Modeling and experimental studies of the interaction between microelectrode probes and neural tissue reveal several mechanisms for this degradation, including micro-tearing and immune response [2] [3] [4] . It has been widely concluded that flexible probes that match more closely the bulk stiffness properties of neural tissue can minimize relative micromotion that can cause damage [3] . In addition, probes with a smaller overall size reduce the extent of tissue inflammation [4] . To achieve these characteristics of flexibility and minimal size, biocompatible polymers such as polyimide and parylene have been adopted as an ideal substrate for microelectrode probes [5] [6] [7] .
A major challenge with flexible polymer probes is that it is difficult to insert them into the neural tissue. Flexible microscale probes tend to buckle upon insertion [8] . Researchers have attempted to develop methods to facilitate insertion of flexible probes. Early studies reporting results with polymer probes achieved implantation by permanently integrating the probe with a stiff material such as silicon or tungsten [9] . However, this negates the flexibility originally intended for the polymer probe. More complicated designs modify the polymer probe geometry to incorporate ribs or layers of other materials such that the device has increased stiffness in certain sections or axes, while maintaining compliance in other parts [10, 11] . Yet another approach integrates a 3-D channel into the polymer probe design that is filled with biodegradable material [12] . This probe can be temporarily stiffened, and after insertion the material in the channel dissolves and drains out. All of the approaches just mentioned permanently modify the geometry of the final implanted device, compromising the desirable features of the flexible planar probe.
Methods that do not alter the geometry or function of the probe itself are more advantageous. One method to accomplish this is to encapsulate the polymer device with biodegradable material to temporarily stiffen the device [8, 13] . However, typical biodegradable materials have Young's moduli orders of magnitude smaller than that of silicon and would consequently require larger dimensions to achieve the same stiffness. Also, coating the probe leads to rounding of the tip, making insertion more difficult. One promising method reported is to coat a stiffening shuttle with a self-assembling monolayer (SAM) to customize the surface interaction between the shuttle and the flexible probe [14] . When dry, the probe adheres to the coated shuttle electrostatically. After insertion, water migrates onto the hydrophilic surface, separating the probe from the shuttle so that the shuttle can be extracted. While shuttle extraction with reduced probe displacement was demonstrated (85µm), this method has several limitations. With only electrostatic interactions holding the probe to the shuttle, there is a risk of probe slippage relative to the shuttle during insertion. For the same reason, it is not possible to have any part of the polymer probe overhanging the stiffener. This means that alignment is critical unless the stiffener is oversized to contain the footprint of the probe while tolerating the significant misalignment that results from manual assembly. Moreover, this limitation eliminates designs that could minimize the cross-section of the stiffener by making its footprint smaller than that of the probe.
We have developed a method in which the flexible probe is attached to a stiffener with a temporary biodissolvable adhesive material that securely holds the probe during insertion. Once inserted into the tissue, the adhesive material dissolves and the stiffener is extracted to restore the probe to its intended flexibility. The probe and stiffener geometry are fully decoupled such that the stiffener footprint does not have to match or be larger than that of the probe. This advantageous approach is enabled by a novel stiffener design and methodical assembly process which ensure uniform adhesive coverage, accurate and repeatable alignment, and no overflow of adhesive to the functional side of the probe.
We selected polyethylene glycol (PEG) as the biodissolvable adhesive material. PEG has been used in implanted applications such as neural probes and drug delivery [12, 15] . Compared to other possible materials, including sucrose and PLGA, PEG has a dissolution time in biological fluids that is of an appropriate scale for implant surgeries (on the order of tens of minutes, depending on molecular weight). In addition, it is solid at room temperature and liquid at temperatures ranging from 50-65 °C. This behavior makes it particularly suitable for our precision assembly process.
Using PEG to adhere a flexible neural probe to a silicon stiffener has been mentioned briefly in literature, but with limited results reported [6] . This may be because attempted methods have been largely manual, which makes attachment of microscale devices with adhesive unreliable. We have demonstrated that with novel stiffener design, well-tuned assembly procedures, and adhesive material optimization, this approach is a viable option to temporarily stiffen polymer probes for insertion. Success of this approach was demonstrated by evaluating electrode function, insertion, and stiffener extraction in an agarose gel model of neural tissue, as well as a preliminary in vivo test in a rat.
II. METHODS

A. Stiffener design and assembly process
The silicon stiffener design is illustrated in Fig. 1 . A large tab allows for handling the stiffener without contacting the attached probe. Channels are etched into the top surface of the stiffener, connected to a reservoir on the tab. These channels exploit capillary forces in order to distribute precise amounts of adhesive along the length of the stiffener prior to attachment of the neural probe. The stiffeners were fabricated using standard microfabrication processing. The assembly process flow is illustrated in Fig. 2 . First, micro- pellets of PEG are generated by melting flakes of the material on a hydrophobic surface. Then the PEG is drawn and spread to create separate droplets of a desired size, and then allowed to solidify. Pellets are picked and placed into the reservoir on the tab portion of the stiffener (Fig. 2a) . The stiffener is then placed on a hot plate, where the PEG melts and wicks into the channel (Fig. 2b) . When wicking is completed, the stiffener is cooled and the PEG solidifies. The stiffener can then be easily handled and aligned to the probe using a flip-chip bonder without the risk of wet adhesive transferring to other surfaces in the process (Fig.  2c) . Once the probe and stiffener are aligned and placed into contact, the assembly is heated again causing the PEG to wick out of the channels and into the interface between the probe surface and the top surface of the stiffener. Finally, the device is cooled, re-solidifying the PEG, to complete the assembly (Fig. 2d ). Fig. 3 shows a flexible probe aligned and attached to a silicon stiffener with PEG. The probe and stiffener are aligned to within 10 µm, based on calibration of the flip-chip tool. PEG has uniformly filled the entire area under the polymer probe, and no PEG has migrated to the top surface of the probe.
B. Insertion/extraction testing in agarose gel
As a neural tissue model, 0.6% agarose gel was prepared in a solution of phosphate buffered saline (PBS) and incubated at 37° C. This agar concentration models the consistency of brain tissue [12, 16] , while the PBS provides the salinity and pH of the bodily fluid. Polymer probes attached to silicon stiffeners were inserted into the tissue model using a manually-operated stereotaxic frame. Fig. 4 shows a schematic of the insertion and extraction process. First, the stiffened probe is attached to a stereotaxic frame and lowered into the model tissue (Fig. 4A) . Typically, the top of Figure 2 . Process to assemble a flexible polymer probe to a silicon stiffener with polyethylene glycol. A) Pellet of solid PEG is placed into the reservoir on the tab of the stiffener. B) When heated, PEG melts and wicks into the channel. C) After resolidification, the stiffener can be aligned and mated to the probe using a flip-chip bonder. D) Completed assembly. Figure 3 . Flexible neural probe aligned and attached to a silicon stiffener with a wicking channel. PEG adhesive completely covers the underside of the probe without migrating to the top surface of the probe.
STIFFENER CABLE/ CONNECTOR PROBE
the flexible probe includes an electronic connector that is also secured to the stereotaxic frame. The connector end of the polyimide probe is moved from the stereotaxic frame to dissolving the adhesive (Fig. 4C) . After the adhesive is dissolved, the stiffener is extracted from the tissue using the stereotaxic frame (Fig. 4D ). This experiment was repeated using different PEG molecular weights (6000, 10000, and 20000 g/mol). Time allowed for the PEG to dissolve was varied from five minutes to 30 minutes. In addition, several different stiffener thicknesses (20, 50 and 100 µm), widths, wicking channel configurations (1-and 3-channel) , and extraction speeds were tested. Combinations of these parameters were sampled and varied adaptively until a suitable combination was identified. Then, the favorable set of parameters was tested five times to evaluate repeatability. During the insertion and extraction in agarose gel, the probe assembly was observed using a Hirox microscope and camera. A clear glass chip with a grid of dots was placed into the gel about a millimeter in front of the probe insertion site. This grid served as a fiducial marker to compare images of the probe before and after extraction of the stiffener, and thereby measure probe displacement. Average resolution was about 2 micrometers per pixel.
C. In vivo neural recording test
We used the proposed removable insertion method to implant a polyimide-based probe with 20-µm diameter platinum electrodes into the prefrontal cortex of an anesthetized rat. The probe was attached with PEG of molecular weight 10,000 g/mol, and then sterilized in ethylene oxide at room temperature. After removing the dura mater, the probe-stiffener assembly was guided 4mm into the brain tissue with a manually driven stereotaxic frame. After 15 minutes, the stiffener was slowly extracted. After a day of post-surgery recovery time, neuronal activity was recorded.
D. Electrochemical testing
The flexible polymer devices in this study included 16-channel activated iridium oxide electrodes. Electrochemical testing was performed to ensure that the assembly process and subsequent insertion/extraction did not degrade the performance of these electrodes. Figure 4 . Process for inserting the stiffened probe and subsequently extracting the stiffener. The arm of a stereotaxic frame supports the probe assembly as it is lowered into the tissue. PBS is applied to help dissolve the adhesive so that the stiffener can be extracted, leaving the probe in place.
Common parameters measured for neural stimulating electrodes are the charge storage capacity (CSC) and impedance. Cyclic voltammetry (CV) was performed between -600 mV and +800 mV at a scan rate of 100 mV/s. CSC was calculated from the time integral of the cathodic current during the potential sweep. Electrochemical impedance spectroscopy (EIS) data was measured from 1 Hz to 3 MHz using a 10 mV rms sine wave. CV and EIS measurements were made with a Princeton Applied Research (PAR) potentiostat using vendor-supplied software.
CSC and EIS were measured at three time points. Initial measurements were made after activation in PBS. After assembly, the stiffened probes were inserted into the agarose gel prepared with PBS. CSC and EIS were again measured immediately after insertion. Then the PEG was allowed to dissolve approximately 15 minutes and the stiffener was carefully extracted by hand. Measurements were repeated after stiffener extraction.
III. RESULTS AND DISCUSSION
Results from electrochemical testing indicate that the electrode performance is not degraded following the assembly process, insertion, and stiffener extraction. Table 1 lists the CSC and impedance values at different stages.
Initial testing revealed that for a given PEG molecular weight, the time allowed to dissolve strongly influenced how easily the stiffener detached from the probe. The influence of stiffener thickness, width, and channel configuration were not immediately clear. Finally, we observed that varying extraction speed helped the stiffener to separate from the probe, reducing probe displacement. A favorable set of parameters included PEG with molecular weight 10,000 g/mol, a dissolution time of 15 minutes, and the optimized extraction speed profile. These parameters were tested five times, with an average probe relative displacement of 28 ± 9 µm. Fig. 5 shows a representative set of images comparing probe location before and after stiffener extraction.
During the in vivo test in an anesthetized rat, a small amount of probe displacement was observed visually during extraction of the stiffener. This was estimated to be roughly 100 microns, although it could not be measured precisely. Note that this test did not apply the optimized extraction speed profile used in the agarose gel tests. Nonetheless, after recovery, the flexible probe successfully recorded single neuron spikes on several channels as well as local field potential on the majority of channels. The neural activity from one of these channels is shown in Fig. 6 .
IV. CONCLUSION
We have demonstrated the viability of using polyethylene glycol as a biodissolvable adhesive for temporarily attaching flexible neural probes to insertion stiffeners. Our novel stiffeners designed with wicking channels, along with flip chip assembly, ensured uniform bond coverage with accurate and repeatable alignment between the stiffener and the probe. We demonstrated extraction of the stiffener with average probe displacement of 28 ± 9 µm in an agarose gel model. Promising preliminary in vivo results indicate that this method could enable truly flexible implanted probes. Further testing of the various parameters is in progress to optimize the proposed method. In addition, further in vivo testing is necessary for both acute evaluation of electrode placement and function, as well as long term studies to quantify the benefits of removable stiffeners
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